MISSOURI DEPARTMENT OF HEALTH
4 STATE PUBLIC HEALTH LABORATORY

DATAMASTER MAINTENANCE REPORT

?)ompiete this report in duplicaie at the time of the regular monthly preventive maintenance check, and wheneveriﬁgﬁﬁgwaf

is repaired. Send copy to Department of Heaith; retain originat in department file.
s ' DATE OF INSPECTION

[DATAMASTER Si
FARNEE: 82 cq

[LOCATION OF iNSTRUMENT (STREET AND CIT+) TIME OF INSPECTION

=0CY¥, HILL POLTCE DEPT, 320 ¥ THORNTON, ROCK HILL.MO Sy

| CHECKLIST: Place a check (:Ito tie left of each item if found to be sétis?aétory or if operating within established fimits. {Whr_ig
in observed values where determined.) Unchecked #tems must be corrected before using instrument,

. ™ compuTeR ¥ DETECTOR
(X PrOGRANM ) - ﬁ FILTERS
¥ HeaTERS SAMPLE CHAMBER 9 ¢ K} QUARTZ STANDARD
(% FLow DETECTOR B K7 cALIBRATION
K] pUMP HIGH SPEED | | K7 priNTER

INDICATOR LIGHTS

TIME AND DATE o6t |9 &-8-0q

SIMULATOR TEMPERATURE (34 °C + 0.2°C)

CALIBRATION CHECK -
Run three tests using a standard seolulion. Al three tests must be within = 5% of the standard value and must have a
spread of 005 or less. Check the box corresponding to the standard sotution being used. {(PRINTOUT ATTACHED)} (USE

RECIRCULATION PUMP)

0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INCLUSIVE
[ 1 0.040% STANDARD - MUST READ BETWEEN 0.038% and 0.042% INCLUSIVE
(ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST1 & TEST2 ¥ . OF7 TEST3 ¥ oo
o3

- O Gla

[} PERFORM R.F.I TEST {PRINTOUT ATTACHED)

&} NUMBER OF REFUSALS, SINCE LAST MAINTENANCE REPORT, AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DO NOT INCLUDE SIMULATOR TESTS)

REFUSALS ¢ 1{0-.04) ¢ {.05-.09) o (10-.14) (15-19y & {Over .19)

List any new parts and describe any alteration or modification thal was made to restore the instrument to operate satisfactorily
and within established lmits (use other side if necessary)

|

J

_ ETHANOL VAPOR CONCENSTRATION 0.107%

SOLUTION MANF: GUTH LABS SOLUTION LOT # 08400 EXPIRES:

\%@12\

Ls JORDEN LEWIS
I TYPE I} FERKIT NUMSER."EXPlHAT’iON DATE TELEPHONE NUMBER

720178 08-27-09 (314) 962-6600

£30 580-1468 (9-94) AN EQUAL OPPORTUNITY, AFFIRYMATIVE ACTION ENPLOYER Lab-116

servces prosided On a nond scnmunatory hasis



®
A@ GUTH LABORATORIES, INC.

590 NORTH 67th STREET © HARRISBURG, PA 17111- 4511 @ TELEPHONE: T47-564-5470

CERTIFICATE OF ANALYSIS
Certified Alcohol Reference Solution for Simulator

Random Samples of Lot Number 08400 of
Alcohol Reference Solution for Simulator were analyzed by
gas chromatpgraphy and found to contain 0.1204 percent
(w/vol) ethyl alcohol. The expiration date for this lot
number is December 8, 2009 at 11:59 PM.

When used in a calibrated Simulator, operating at
34°C +/- .2°C, this solution will give a breath alcohol

analysis instrument reading of 0.10 percent BAC.

The alcohol and water used in this solution were

free of test interfering substances.

Ted L. Pauley, PrcSident
GUTH LABORATORIES, INC.



BAC Da’tal\ﬂaster
Evidence Ticket

Card Stock No.
w 60021
| AS.
P REORDER ALL SUPPLIES FROM N P.A
i PO BOX 1435 MANSFLELD OH 44901 PHUN'E 1 80

0-600-8143 (NPAS)

FACE THiS SIDE DOWN - THIS EDGE IN FIRST

'BAC DataMaster
Evidence Ticket

A - / e
OPERATOR SIGNATURE - \, LN

Card Stock No.
6002t
REORDER ALL SUPPLIES FROM N.P.A.S.

P.0O. BOX 1435, MA_NSFIELP OH 44901 PHONE 1-800-800-8143 (NPAS)




- THIS SIDE DOWN - THIS EDGE IN FIRST
BAC DataMaster
Evidence Ticket

OPERATOR SIGNATURE - )¢ ribdl

Card Stock No.
60021
REORDER ALL SUPPLIES FROM N.P.A.S.
P.Q. BOX 1435, MANSFIELD OH 44901 PHONE 1-800-800-8143 (NPAS)




State of Missouri
@mﬁkﬁﬁ%mzﬁ OF HEALTH

JORDEN G. LEWIS

is hereby authorized to instruct and supervise operators, train instructors, inspect,
calibrate, perform field repairs, and operate the following breath analyzer(s):

DATAMASTER

for the determination of the alcoholic content of blood from a sample of expired {alveolar)
air. Issued under ihe provisions of sections 577.020 th rough 577.041, RSMo 1986.

08/27/07 T e el
Date - Dirantor of State Public Health Laboralory
720178
. 08/27/2009

Director, Department of Health
MO 5B0-0771{7-B8) Lab. 4 {R7-88)




